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The broad genetic diversity of HIV requires regular reassessment of adopted HIV diagnostic tests. The 
objective of this study was to reassess the performances of Determine

®
 HIV 1/2 and Uni-gold

® 
HIV1/2, 2 

HIV rapid diagnostic tests of the national algorithm, adopted since 2005 in Central African Republic. A 
reference prospective panel of 150 plasma samples were tested in duplicate with Determine

® 
HIV 1/2 and 

Uni-gold
® 

HIV, according to reference serological immune-enzymatic method. Analytical and virological 
characteristics were calculated. Sensitivity, specificity, positive and negative predictive values (PPV, 
NPV) of Determine

®
 HIV 1/2 were 100%, as well as the specificity and NPV of Uni-gold

®
 HIV 1/2. Uni-gold

®
 

HIV 1/2 sensitivity and PPV were 96 and 92%, respectively. The Cohen k coefficient was close to 1 for 
the 2 tests, 1 for Determine

®
 HIV 1/2 and 0.97 for Uni-gold

®
 HIV 1/2. Except for the sensitivity of Uni-gold

®
 

HIV 1/2, the performances of 2 tests were acceptable and in perfect agreement with the reference tests. 
These results require a revision of the algorithm. In addition, an exploration in molecular biology is 
indicated to determine the subtypes of the HIV strains of the 4 samples that tested false negative with 
Uni-gold

®
 HIV 1/2. 
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INTRODUCTION 
 
According to Joint United Nations Program on HIV/AIDS 
(UNAIDS) 2019 report, 38 million people were living with 
HIV/AIDS (PLHIV) and 32.7 million people have died 

from HIV/AIDS since the start of the epidemic worldwide. 
Sub-Saharan African countries are heavily impacted by 
HIV/AIDS, with two-thirds of PLHIV and HIV/AIDS-related  
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deaths of all cases worldwide (ONUSIDA, 2020). To 
eliminate HIV infection by 2030, the UNAIDS ‘‘95-95-95’’ 
goals recommend that first, 95% of the HIV-infected 
population should know their HIV status; second, 95% of 
those who know their status should receive antiretroviral 
therapy (ART); and finally, 95% of patients receiving ART 
should have a suppressed viral load (undetectable HIV 
RNA <50 copies/mL) after 2020 (UNAIDS, 2015). Thus, 
to control the HIV disease and achieve its elimination, 
HIV diagnosis appears to be the first step. In high HIV 
epidemic burden and limited resource settings, such as 
sub-Saharan African countries, reliable and accurate 
diagnostic tests of HIV is therefore crucial for assessing 
HIV status and introducing patients to a continuum of 
cares. Indeed, misdiagnosis leads to inappropriate 
decisions which often delay the initiation of ARV 
treatment during this period of the ‘‘test and treat’’ 
strategy. Although WHO periodically evaluates HIV rapid 
diagnostic tests (RDTs) to indicate which ones are 
prequalified for use in the developing countries, the World 
Health Organization (WHO) still recommends evaluating 
the performance of tests under local conditions of use on 
the field before adopting them in national strategies and 
their widespread use (CDC, WHO, APL, 2001; WHO, 
2016). 

This is, for example, the case of the Central African 
Republic, a country of approximately 5 million inhabitants 
with a national seroprevalence among people aged 15 to 
45 years of 3.6%, that is, a total of 120,000 people living 
with HIV (spectrum). The Determine

®
 HIV 1/2 (Alere, 

Japan) and Unigold
®
 HIV 1/2 (Trinity Biotech, Ireland), 2 

rapid tests, were selected in 2005 after a study in a 
sequential HIV screening algorithm that had a sensitivity 
and specificity of 100% and over 98%, respectively 
(Ménard et al., 2005). Many studies have subsequently 
shown that the CAR is a country where HIV strains of 
wide genetic diversity circulate, which is also a dynamic 
phenomenon with more than 70% of CRFs and the 
appearance of subtypes that were absent there (Gody et 
al., 2008; Charpentier et al., 2012; Mossoro et al., 2017). 
This genetic variability could be the source of under-
detection of certain strains (Mossoro et al., 2016). It then 
becomes crucial to recheck the performance of these 
tests 16 years later to guarantee the algorithm's 
effectiveness in detecting all HIV strains. The objective of 
this study was to assess the performance of Determine

®
 

(Alere, Japan) and Unigold
®
 (Trinity Biotech, Ireland), 16 

years after their adoption in national strategies. 
 
 
METHODS 
 
This is a cross-sectional study that took place in Laboratoire 
National de Biologie Clinique et de Santé Publique in Bangui, the 
capital city of the CAR, which became the national reference 
laboratory (LNR) of HIV, with the implementation of the molecular 
biology unit in 2011. Among other tasks, it is responsible for 
evaluating diagnostic tests. A reference panel of 150 samples, 
including 100 positive and 50 negative plasmas were  prospectively  

 
 
 
 
collected, which had been tested according to reference national 
serological algorithm for HIV testing, using in parallel Genscreen® 
ULTRA HIV Ag-Ab HIV-1/2 Version 2 (Bio-Rad, Marnes-la-
Coquette, France) and Murex® HIV 1.2.0 Ag/Ab Combination 
(Diasorin, Saluggia, Italy), as the gold standard. All plasma were 
frozen at -80°C until processing. Genscreen® ULTRA HIV Ag-Ab 
HIV-1/2 Version 2 (Bio-Rad, Marnes-la-Coquette, France) and 
Murex® HIV 1.2.0 Ag/Ab Combination (Diasorin, Saluggia, Italy) are 
4th generation ELISA tests which contain recombinant HIV-1 and 2 
capsid and surface proteins. The reference panel was further tested 
with Determine® VIH 1/2 (Abbott, Japan) and Uni-gold® VIH 1/2 
(Trinity Biotech, Ireland), following the instructions of the 
manufacturers, by two clinical microbiologists blinded regarding the 
sample groups. Indeterminate readings were further read by a third 
microbiologist. Determine® VIH 1/2 (Abbott, Japan) and Uni-gold® 
VIH 1/2 (Trinity Biotech, Ireland) are 2 rapid immunochromatographic 
diagnostic tests whose reagents contain like ELISA reference tests, 
recombinant surface capsid and surface proteins of HIV-1 and 2. 
This alternative algorithm uses Determine® VIH 1/2 (Abbott, Japan 
Ag) rapid immunochromatographic test as a screening test and Uni-
gold® VIH 1/2 (Trinity Biotech, Ireland) as a confirmatory test. For 
statistical analysis, sensitivity (Se) was calculated as the number of 
real positives divided by the sum of real positives plus false 
negatives. Specificity (Sp) was calculated as the number of real 
negatives divided by the sum of real negatives plus false positives. 
HIV-1 seroprevalence of 3.5% in general adult population of the 
CAR in 2019 (aidsinfo@unaids.org) was used in calculating positive 
predictive value (PPV) and negative predictive value (NPV), 
according to Bayes’ formulae, as follows (Collectif BioBayes., 
2015):  
 
PPV = sensitivity × prevalence/[sensitivity × prevalence + (1-
specificity) × (1-prevalence)] 
 
NPV= specificity × prevalence/[(1-sensitivity) × prevalence + 
specificity × (1-prevalence)] 
 
The confidence intervals for each variable was calculated at 95% 
(95%CI) using a normal distribution. The 95% CI of the estimated 
sensitivities, specificities, PPV, and NPV were calculated using the 
formula: f ± 1.96 [f (1-f) /n]1/2, where f is the sensitivity, the 
specificity, PPV, or NPV and n is the number of specimens tested. 
The Cohen’s coefficient κ (Cohen, 1960) was interpreted according 
to the Landis and Koch scale (< 0 as indicating no agreement, 0-
0.20 as slight, 0.21-0.40 as fair, 0.41-0.60 as moderate, 0.61-0.80 
as substantial, and 0.81-1 as near perfect agreement) (Landis and 
Koch, 1977). The study was approved by the Ethical and Scientific 
Committee, Faculty of Health Sciences, University of Bangui 
constituting the Institutional Ethical Committee. 

 
 
RESULTS 
 
The results of the analytical performances of Determine

®
 

VIH 1/2 (Abbott, Japan) and Uni-gold
®
 VIH 1/2 (Trinity 

Biotech, Ireland) are depicted in Table 1. Among the 100 
HIV samples known to be HIV-positive with ELISA 
algorithm, all were positive with Determine

®
 VIH 1/2 

(Abbott, Japan), 96 were positive and 4 were negative 
with Uni-gold

®
 VIH 1/2 (Trinity Biotech, Ireland). All the 50 

HIV samples known to be HIV-negative with ELISA 
algorithm were also negative with both rapid tests. Taken 
together, sensitivity and specificity of the Determine

®
 VIH 

1/2 (Abbott, Japan) were 100.0%, as well as the 
specificity of Uni-gold

®
 VIH 1/2  (Trinity  Biotech,  Ireland).  

https://www.amazon.fr/s/ref=dp_byline_sr_book_1?ie=UTF8&field-author=BioBayes&text=BioBayes&sort=relevancerank&search-alias=books-fr
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Table 1. Sensitivities, specificities, positive and negative predictive values, and agreements between the 2 rapid tests and ELISAs 
algorithm.  
 

Variable 
Determine

®
 VIH ½ (Abbott, Japan) Uni-gold

®
 VIH 1/2 (Trinity Biotech, Ireland) 

(95%CI) 

Number of samples 150 150 

True positive 100 96 

True negative 50 50 

False positive 0 4 

False negative 0 0 

Sensitivity (%) 100.0 (99.0-100) 96.0 (94.0-98.0) 

Specificity (%) 100.0 (99.0-100) 100.0 (99.0-100) 

Predictive positive value (%) 100.0 (99.0-100) 92.0 (90.0-94.0) 

Predictive negative value (%) 100.0 (95% CI: 99.0-100) 100.0 (95% CI: 99.0-100) 

Cohen k Coefficient 1.0 0.97 

 
 
 
But the sensitivity of Uni-gold

®
 VIH 1/2 (Trinity Biotech, 

Ireland) was 96.0% (95%CI: 94.0-98.0). The reliability of 
Determine

®
 VIH 1/2 (Abbott, Japan) and Uni-gold

®
 VIH 

1/2 (Trinity Biotech, Ireland) estimated by the Cohen’s k 
coefficient was 1 and 0.97, respectively, measuring the 
concordance between each rapid test and reference 
serological algorithm, demonstrating almost a perfect 
agreement (0.81-1) according to Landis and Koch scale. 
At HIV-1 seroprevalence of 3.5% in general adult 
population of the CAR in 2019 (UNAIDS, 2019), the PPV 
and NPV were 100% (95% CI: 99.0-100) for Determine

®
 

VIH 1/2 (Abbott, Japan), 92.0% (95% CI: 90.0-94.0) and 
100.0% (95% CI: 90.0-100) for Uni-gold

®
 VIH 1/2 (Trinity 

Biotech, Ireland), respectively. 
 
 
DISCUSSION 
 
The analytical performances of the sequential alternative 
algorithm which associates Determine

®
 VIH 1/2 (Abbott, 

Japon) and Uni-gold
®
 VIH 1/2 (Trinity Biotech, Ireland) in 

the Central African Republic (CAR) were herein 
evaluated. The results of this assessment showed that 
both tests had the specificity, NPV of 100% such as 
sensitivity and positive predictive value of Determine. In 
contrast, Unigold's sensitivity and PPV were 96 and 92%, 
respectively. The virological performances of HIV rapid 
tests in the Central Africa Republic are yet poorly 
established. The evaluation of virological performances of 
Determine

®
 VIH 1/2 (Abbott, Japon) and Uni-gold

®
 VIH 

1/2 (Trinity Biotech, Ireland) was done in 2005 (Menard et 
al., 2005). In addition, Central Africa is characterized by 
the broad genetic diversity of HIV-1 strains (Gody et al., 
2008; Charpentier et al., 2012; Mossoro et al., 2017) 
which can be associated with false negativity of HIV 
immunochromatographic rapid diagnostic tests (Aghokeng 
et al., 2009), and by a variety of factors which can be 
associated with false positivity or unspecific reactivities, 
including disturbances affecting the B cell-driven immunity 

during infectious diseases, such as marked 
immunological stimulation, strong nonspecific polyclonal 
B-cell activation, hypergammaglobulinemia, and 
production of circulating immune complexes (Klarkowski 
et al., 2014, 2013; Mbopi-Keou et al., 2014). 

HIV rapid tests are more and more developed and 
used, particularly in resource-limited settings and may be 
of variable quality (UNITAID and WHO, 2018). In the 
present study, the analytical performances of Determine

®
 

VIH 1/2 (Abbott, Japan) and Uni-gold
®
 VIH 1/2 (Trinity 

Biotech, Ireland) in the CAR, were evaluated using a 
collection of 100 positive and 50 negative sera randomly 
selected through the CAR HIV seroprevalence 
surveillance survey. The results showed excellent 
analytical performances of Determine

®
 VIH 1/2 (Abbott, 

Japan) and Uni-gold
®
 VIH 1/2 (Trinity Biotech, Ireland), 

except for the sensitivity of Uni-gold
®
 VIH 1/2 (Trinity 

Biotech, Ireland), despite the risk of false-positive results 
with frequent inconclusive sera in this area of Africa 
(Klarkowski et al., 2013; Mbopi-Keou et al., 2014). The 
sensitivity of Uni-gold

®
 VIH 1/2 (Trinity Biotech, Ireland) 

was 96.0% due to 4 positive samples with the reference 
tests which were negative with Uni-gold

®
 VIH 1/2 (Trinity 

Biotech, Ireland). Finally, the analytical performances of 
Determine

®
 VIH 1/2 (Abbott, Japan) were within the limits 

required by the WHO for HIV rapid tests (that is, 
sensitivity ≥99.0% and specificity ≥98.0% (WHO, 2016, 
2017), likely allowing it to detect all HIV-1 strains 
circulating in the CAR. The sensitivity of the Uni-Gold HIV 
test (Trinity Biotech, Dublin, Ireland), which is low 
(96.0%) unlike the 2005 assessment (˃ 98.0%) (Menard 
et al., 2005) needs improvement. Previous studies 
showed similar results. In Tanzania, Determine

®
 VIH 1/2 

(Abbott, Japan) had high similar virological performances, 
sensitivity and specificity were 100% but specificity 
decreased (96.8%) when using whole blood (Kroidl et al., 
2012). Likely, the sensitivity of Uni-gold

®
 VIH 1/2 (Trinity 

Biotech, Ireland) was 81.9% in Australia (Keen et al., 
2017). 

https://pubmed.ncbi.nlm.nih.gov/?term=Kroidl+I&cauthor_id=22768086
https://pubmed.ncbi.nlm.nih.gov/?term=Keen+P&cauthor_id=27914286
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This study has some limitations. In particular, the number 
of blood samples is limited. Thus, the number of negative 
and positive specimens to be analyzed should be 
sufficiently high; a higher number of 200 in each case is 
recommended by the French accreditation committee 
(Comité Français d’accréditation, 2015). The 
determination of the subtypes of the 4 negative samples 
with Uni-gold

®
 VIH 1/2 (Trinity Biotech, Ireland) is 

indicated to understand the reasons for this negativity. 
 
 
Conclusion 
 
Taken together, the alternative rapid tests algorithm 
which associates Determine

®
 VIH 1/2 (Abbott, Japan) 

and Uni-gold
®
 VIH 1/2 (Trinity Biotech, Ireland) in the 

CAR must be revised, 16 years after adoption. Thus, it 
may be suitable for routine use in the general population 
of the CAR. Further studies are necessary to understand 
the reasons for the negativity of Uni-gold

®
 VIH 1/2 (Trinity 

Biotech, Ireland) in the 4 samples. 
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